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Abstract: An all-polymer photonic crystal slab sensor is presented,
and shown to exhibit narrow resonant reflection with a FWHM of less
than 1 nm and a sensitivity of 31 nm/RIU when sensing media with
refractive indices around that of water. This results in a detection limit
of 4.5×10−6 RIU when measured in conjunction with a spectrometer of
12 pm/pixel resolution. The device is a two-layer structure, composed of a
low refractive index polymer with a periodically modulated surface height,
covered with a smooth upper-surface high refractive index inorganic-organic
hybrid polymer modified with ZrO2-based nanoparticles. Furthermore,
it is fabricated using inexpensive vacuum-less techniques involving only
UV nanoreplication and polymer spin-casting, and is thus well suited for
single-use biological and refractive index sensing applications.
© 2015 Optical Society of America
OCIS codes: (130.5296) Photonic crystal waveguides; (130.5440) Polarization-selective
devices; (050.6624) Subwavelength structures; (130.6010) Sensors; (220.0220) Optical design
and fabrication.
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1. Introduction
Optical resonant gratings based on guided mode resonance (GMR) have proven to be a versatile
tool within the field of applied optics. In addition to providing means for novel optical elements,
such as wavelength selective mirrors, polarizers [1], waveplates [2], tunable filters [3–7] and
ultrabroadband mirrors [8], such resonant gratings have increasingly found their way into a
myriad of different sensing applications, such as chemical and environmental sensing [9, 10],
label-free biosensing [11–13], cancer screening [14,15], photonic crystal enhanced microscopy
[16] and three dimensional imaging [17]. These resonant gratings, referred to here as photonic
crystal slabs (PCS) [18], but also known as guided mode resonance filters or reflectors [1, 19]
and photonic crystal resonant reflectors [20] in the literature, are essentially slab waveguides
in which the high refractive index waveguide core is in some way periodically modulated,
such as by refractive index or thickness, and surrounded by cladding media of lower refractive
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indices [1, 18]. The periodically modulated waveguide core is able to sustain quasi-guided or
leaky waveguide modes, which couple to the far field [21]. When under the illumination of
out-of-plane incident light, these quasi-guided modes can be excited within the core. However,
due the periodic nature of the core, the light in these modes is continually de-coupled out of the
structure where it interferes with both the transmitted and reflected light. At a certain resonance
wavelength, the de-coupled light interferes destructively with the transmitted light, resulting
in highly efficient resonant reflection for a given wavelength interval [22]. The linewidth, i.e.
quality factor, of the reflected interval depends on the rate of de-coupling (lifetime) of the quasi-
guided mode, with lower rates of de-coupling (longer lifetimes) leading to narrower linewidths
[18, 23, 24]. When the period of the modulation is smaller than the wavelength of the incident
light, reflection efficiencies of up to 100% are predicted by theory, but due to factors such
as material absorption and fabrication imperfections, the reflection efficiency is reduced. The
incident light can excite both transverse-electric (TE) and transverse-magnetic (TM) modes,
depending on whether the polarization is perpendicular to or parallel to the grating direction,
respectively. Analogously to unmodulated slab waveguides, the intensity of the quasi-guided
modes reaches maximum within the waveguide core, and decays exponentially into the cladding
regions. Any change in refractive index that occurs in the cladding leads to a change in the
guided mode, which manifests itself as a wavelength shift of the resonantly reflected interval.
As an example, in label-free biosensing, analytes are immobilized at the waveguide surface,
and the evanescent field of the waveguide mode can be used to selectively probe the change in
refractive index which occurs on immobilization.
PCSs are commonly fabricated by patterning a low refractive index substrate material by
either direct photo- or electron beam lithography [7,25], or by replication, such as nanoimprint
lithography [26], nanoreplication [11] or injection molding [27]. This is then typically followed
by the deposition of a layer of a high refractive index material, such as titanium dioxide [28],
tantalum pentaoxide [17] or silicon nitride [7, 11], all of which require a vacuum-deposition
process.
In this paper, an all-polymer PCS sensor fabricated in a vacuum-less process using UV
nanoreplication and polymer spin-casting is presented, which exhibits sharp resonant reflection
with a low detection limit and a flat sensing surface. Due to the inexpensive fabrication cost of
this PCS sensor, it is highly suitable for high throughput industrial production, and thus ideal
for single-use biological and refractive index sensing applications.
#236944 Received 26 Mar 2015; revised 12 May 2015; accepted 29 May 2015; published 15 Jun 2015 
© 2015 OSA 29 Jun 2015 | Vol. 23, No. 13 | DOI:10.1364/OE.23.016529 | OPTICS EXPRESS 16531 
2. Device and concept
The polymer PCS investigated here is shown schematically in Fig. 1. It comprises a low
refractive index polymer (nL, LRI) with a periodic surface height modulation of tg, period
Λ = 384 nm, protrusion duty cycle d, and is covered with a high refractive index polymer
(nH , HRI) which fills the grooves and serves as the waveguide layer. The surface of the HRI
layer is at a distance t f from the LRI polymer and is exposed to a superstrate of bulk refractive
index n, referred to here as the sensing region. When illuminated from below with broadband
light at normal incidence, the PCS sensor will reflect a narrow wavelength peak corresponding
to the refractive index of the medium in the sensing region.
LRI substrate, nL 
HRI waveguide layer, nH Sensing region, n
Λ
Broadband
light
Reﬂected
peak
tg
tf
d 
Fig. 1. A schematic illustration of the polymer photonic crystal slab sensor. The device is
composed of a low refractive index polymer with a periodically modulated surface height,
covered with a layer of the high refractive index polymer OrmoClear® HI01 XP, which in
turn is exposed to a sensing region with a bulk refractive index of n.
The peak wavelengths of the resonant reflections can be calculated using an iterative
computational model, in which the PCS is modeled as a slab waveguide with an effective core
thickness t, where the propagation constant is set to the second order Bragg condition [29]:
β = 2pi/Λ (1)
For TE-polarized guided modes in an asymmetric dielectric slab waveguide, the following
mode condition must be satisfied [24]:
tan(ht) =
p+q
h(1− pq/h2) (2)
where
h=
√
n2Hk
2
0−β 2, q=
√
β 2−n2k20, p=
√
β 2−n2Lk20. (3)
By solving Eqs. (1)-(3) for k0, the resonance wavelength λR can then be obtained via λR =
2pi/k0. In order to obtain the most accurate results, this approach requires that the dispersion
of the materials comprising the PCS be taken into account, using e.g. an iterative approach
as discussed in Ref. [29]. The dispersion profiles of the LRI and HRI polymers were thus
measured using variable angle spectroscopic ellipsometry, the results of which are shown in
Fig. 2(a). Using this data and the model described above, the resonance wavelength λR of
reflected peaks associated with TE-polarized modes was calculated as a function of refractive
index in the sensing region n and waveguide layer thickness t. For each given effective thickness
t, the resonance shift with respect to air (n= 1) was calculated as a function of n via
∆λR(n, t) =
[
λR(n)−λR(n= 1)
]
t (4)
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Fig. 2. (a) The refractive index dispersion of the two polymers from which the PCS
sensor is made: Efiron PC-409 (LRI), and OrmoClear® HI01 XP (HRI). (b) The calculated
resonance peak shift associated with TE-polarized guided modes as a function of effective
waveguide thickness t and sensing region refractive index n. (c) An example of a calculated
resonance peak sensitivity for the case of t = 160 nm, obtained along the dashed line in
panel (b). (d) The calculated sensitivity of resonance peaks associated with TE-polarized
modes for four different refractive indices n in the PCS sensing region.
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The results are shown in Fig. 2(b). From this data, the sensitivity of the device, as defined by
s=
d∆λR
dn
∣∣∣∣
t
(5)
was calculated as a function of refractive index in the sensing region n. Figure 2(c) shows
an example of this for the case of t = 160 nm, obtained along the dashed line in Fig. 2(b).
Figure 2(d) shows the calculated sensitivity as a function of t for four different sensing region
refractive indices. When exposed to air (n = 1.0), the minimum effective waveguide layer
thickness capable of sustaining a guided mode and thus exhibiting resonant reflection is t = 106
nm. For the case of water (n = 1.33) the minimum thickness is t = 64 nm, and the sensitivity
takes a maximum of s = 58 nm/RIU at a thickness of t = 114 nm. The sensitivity curve for
water is quite tolerant to changes in effective waveguide thickness, varying only by a factor
of two in the interval t = (100− 250) nm. Refractive indices between n = 1.33 and n = 1.38
are of particular interest, as most biosensing takes place in this refractive index range, typically
in aqueous solutions containing cells, proteins, etc. Here, the presence of biological agents or
the occurrence of biological events is typically associated with very small changes in refractive
index, highlighting the importance of understanding how the sensitivity of PCS sensors varies
with refractive index n and how it can be optimized by tuning the waveguide layer thickness t.
Since the thickness of the HRI layer in the PCS sensor varies periodically in the guiding
direction, it cannot be described directly by the model’s effective thickness parameter t, which
is constant. However, t can be estimated by the grating’s modulation height tg and film thickness
t f via t = at f +b(t f + tg), where a,b ∈]0,1[ are constants that depend on the geometry and duty
cycle of the grating. For example, for a perfect binary grating with a protrusion duty cycle
d, a = d and b = (1− d). In general, t > t f , and thus measurements will correspond to the
model for values of t greater than t f . However, as a tool to guide the fabrication of the polymer
PCS sensor, it is clear from the simulation results in Fig. 2(d) that the sensor exhibits optimum
sensitivity for aqueous and biological sensing applications for film thicknesses t f of the order
of 100 nm, and then drops off monotonously with increasing thickness.
3. Device fabrication and characterization
The polymer PCS sensor was fabricated by UV nanoreplication and polymer spin-casting,
as shown in Fig. 3. A silicon master was patterned by electron beam lithography and
contained a 2× 2 mm one-dimensional, linear grating area with a period of Λ = 384 nm
and a protrusion duty cycle of 25%. The master was anti-stiction coated with a thin layer
of perfluorodecyltrichlorosilane (FDTS) using molecular vapor deposition. Placing the master
face-up, a droplet of UV curable, low refractive index (LRI, 1.40 RIU at 589 nm), solvent-
free polymer (Efiron PC-409, SSCP Co., Ltd.) was dispensed onto the structured area of the
master. A borosilicate glass wafer was placed on top of the LRI polymer, sealing it between the
master and the glass, where the joint effect of the weight of the glass and capillary forces
caused the LRI polymer to spread out and form an even ∼ 30 µm layer. After curing the
LRI polymer with ultra-violet (UV) light through the glass, the stack was flipped over and
the silicon master separated from the LRI polymer, leaving it on the glass. A solution of a
high refractive index (HRI, 1.59 RIU at 589 nm) inorganic-organic hybrid polymer modified
with ZrO2-based nanoparticles (OrmoClear® HI01 XP, micro resist technology GmbH) in the
polymer thinner ma-T 1050 (25% weight fraction) was prepared and spun onto the cured LRI
surface at 2000 RPM, followed by a 10 minute bake-out at 100°C and 10 minutes of UV curing.
Due to oxygen in the ambient atmosphere leading to partial quenching of the polymerization
of the HRI polymer, a layer of uncured polymer at the surface was rinsed off with isopropanol.
In order to estimate the HRI polymer thickness t f , a silicon wafer was spun with the same HRI
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polymer solution and processed identically, yielding a value of t f = 180 nm as ascertained by
ellipsometry and profilometry.
Nanostructured silicon master
Low refractive
index polymer
Glass wafer
UV curing
(a)
(b)
(c)
(d)
Flip structure
Separate master
Spin OrmoClear® HI01 XP
(e)
(f)
(g)
Fig. 3. Fabrication of the polymer PCS sensor. (a) Nanostructured silicon master. (b)
Dispensing of a low refractive index UV curable polymer onto the master. (c) Sealing
of the polymer between the master and a glass wafer. (d) UV curing of the polymer. (e)
Flipping over of the stack. (f) Separation and removal of the master. (g) Spinning of the
high refractive index polymer OrmoClear® HI01 XP. Not shown: bake-out, UV curing of
the high refractive index polymer, and removal of inhibition layer.
The topography of the LRI and HRI polymer surfaces were measured with atomic force
microscopy (AFM) using a high aspect ratio tip, i.e. after the silicon master removal and after
the spin-coating steps, respectively. Figure 4(a) shows a 3D surface scan of the nanoreplicated
LRI polymer, and Fig. 4(b) shows the AFM scan profiles for both LRI and HRI polymer
surfaces, as averaged over 30 parallel line scans. The side-walls of the LRI layer grating
protrusions are not perfectly vertical, and are furthermore less vertical than the grating
protrusions of the silicon master. This is thought to be a result of the nanoreplication process
itself, either due to relaxation of the cured polymer, or due to deformation of the polymer
upon release of the silicon master. However, the trapezoidal shape of the grating protrusions is
not believed to negatively impact the performance of the sensor. On the contrary, it has been
shown that guided modes in grating waveguides with trapezoidal protrusion shapes generally
exhibit lower de-coupling rates than those in square ones [30], and thus exhibit higher resonance
quality factors. It is also worth noting that the surface of the HRI polymer does not conform
to the grating topography, but rather is flat. This may be a considerable advantage in biological
sensing of surface-immobilized analytes, as it excludes any influence of the surface topography
on the analyte. Finally, Fig. 4(c) shows a scanning electron micrograph of the nanoreplicated
LRI polymer, obtained before the application of the HRI polymer.
The PCS sensor was fabricated from these two particular polymers primarily on account
of their suitable refractive indices and chemical properties. UV nanoreplication requires the
use of a solvent-free and UV curable polymer, and for the current application, the polymer
must furthermore have a low refractive index. Efiron PC-409 satisfies each of these criteria.
OrmoClear® HI01 XP was chosen for the waveguide layer due to its high refractive index and
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Fig. 4. Characterization of the polymer PCS sensor. (a) A 3D AFM scan of the surface of
the low refractive index polymer after the removal of the silicon master. (b) AFM traces
of the low refractive index polymer surface and the surface of the high refractive index
polymer. Both are averaged over 30 parallel line scans. (c) Scanning electron micrograph
of the nanostructured low refractive index polymer surface.
simple processing in terms of diluting and spinning into thin films. Furthermore, it is highly
transparent in the visible regime and mechanically rigid after curing.
The silicon master is highly durable when used in UV nanoreplication. In contrast to
conventional nanoimprint lithography, the master is neither subjected to high temperatures
nor high pressures. Furthermore, the stamp is only exposed to a solvent-free polymer, which
does not cause the anti-stiction coating to deteriorate. The authors of the present work have
performed over 90 nanoreplications with a single master without degradation in the quality
factor of the resonantly reflected wavelength peak.
4. Experimental measurements and results
The reflected spectra from the fabricated PCS sensor were measured by illumination at normal
incidence from the back-side, using the experimental setup shown in Fig. 5. Light from a high-
brightness, broadband laser-driven light source (Energetiq EQ-99XFC) is fed to the setup via
an optical fiber, collimated with a fiber collimator, and then focused with a lens and reflected
into a microscope objective by a beamsplitter. The light then emerges collimated from the
other side of the objective and illuminates the PCS sensor at normal incidence. The reflected
light travels backwards through the objective and beamsplitter and is then simultaneously
focused by a microscope tube lens onto the slit of an imaging spectrometer and a camera
(CCD A) via a polarizing beamsplitter. The polarizing beamsplitter reflects s-polarized light
to the spectrometer, while p-polarized light passes through it to the camera, where it is
captured, transmitted to a computer and used for visual inspection of the PCS sensor and
sample positioning. Therefore, when the PCS is oriented as shown here, resonant reflections
associated with TE-polarized guided modes correspond to an s-polarization and are thus
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reflected to the spectrometer, while resonant reflections associated with TM-polarized guided
modes correspond to a p-polarization and are transmitted towards the camera. Conversely, in
order to measure TM-polarized resonantly reflected light with the spectrometer instead, the PCS
can be rotated by 90°, in which case the TE-polarized resonantly reflected light will be directed
to the camera. The imaging spectrometer contains a diffraction grating with 1800 lines/mm and
projects the input spectrum onto a second camera (CCD B) with a resolution of 12 pm/pixel.
The camera is further connected to a computer, where the spectrum is acquired and analyzed.
TE+TM
TE
TM
Lens
Microscope
objective
50:50
beamsplitter
Fiber
collimator
Polarizing
beamsplitter
CCD A
CCD B
Tube lens
Imaging
spectrometer
PC
resonant
reﬂector
Computer
Fig. 5. Experimental setup for measuring resonantly reflected light from the polymer PCS
sensor. The structure may exhibit resonant reflection associated with both TM and TE-
polarized guided modes. The TM-polarized reflected light is directed to a camera (CCD
A) where it is used for visual inspection and sample positioning, whereas the TE-polarized
reflected light is directed to an imaging spectrometer and projected onto a second camera
for spectral analysis (CCD B).
Using this setup, the reflected TE-polarized resonance peak from the fabricated PCS sensor
was measured as a function of refractive index in the sensing region, corresponding to air,
deionized water, glycerol, and several dilutions of glycerol in water with weight fractions
ranging between 15% and 80%. Figure 6(a) shows an example of two measured spectra,
corresponding to the cases of air and deionized water. The resonance peaks are characterized
by very narrow, asymmetric peaks with a full width at half maximum intensity (FWHM)
of less than 0.9 nm. This narrow resonant linewidth is a direct result of the relatively low
refractive index contrast between the substrate and the waveguide layer as well the low
grating perturbation [18], both of which lead to long quasi guided mode lifetimes. At shorter
wavelengths with respect to the primary reflected peak, a low-intensity secondary peak is
visible. However, for the purpose of tracking refractive index changes in the sensing region,
this secondary peak is not of concern. Similarly, the TM-polarized reflection was measured,
but was found to be barely discernible from the background noise, and is thus not discussed
further. Figure 6(b) shows the measured resonance peak wavelength shift with respect to air as
a function of refractive index in the sensing region, compared to the model results for the case
of t = 253 nm (c.f. Fig. 2(b)). The results show clear agreement with the model. Figure 6(b)
further shows the sensitivity of the device as a function of refractive index in the sensing region
n, calculated using Eq. (5). At a refractive index of n = 1.33, the sensitivity of the device is
obtained to be s= 31 nm/RIU, increasing quickly to s= 43 nm/RIU for n= 1.38 RIU.
#236944 Received 26 Mar 2015; revised 12 May 2015; accepted 29 May 2015; published 15 Jun 2015 
© 2015 OSA 29 Jun 2015 | Vol. 23, No. 13 | DOI:10.1364/OE.23.016529 | OPTICS EXPRESS 16537 
No
rm
ali
ze
d 
re
ﬂec
tio
n 
in
te
ns
ity
 [a
.u
.]
1.0
0.8
0.6
0.4
0.2
0.0
565 570 575 580
Air Water
FWHM:
0.9 nm
(c)
Measurement number
0 20 40 60 80 100
150
100
50
0
-50
-100
-150
λ c -
 λ c 
[fm
]
λc = 572.82479 nm
Se
ns
iti
vit
y 
s [
nm
/R
IU
]
Refractive index n
Pe
ak
 sh
ift
 Δ
λ R 
[n
m
]
1.0 1.1 1.2 1.3 1.4 1.5
0
2
4
6
8
10
12
14
16
18 140
120
100
80
60
40
20
0
(a) (b)
Measured data
Model results
for t = 253 nm
Wavelength λ [nm]
Fig. 6. (a) Acquired resonance spectra of TE polarized reflected light from the polymer PCS
sensor when covered with air and deionized water. (b) Measured peak wavelength shift ∆λR
as a function of refractive index in the sensing region n, compared to simulation results for
the case of t = 253 nm. The sensitivity of the device s as a function of n, obtained from
the slope of ∆λR(n) is further shown on the right axis. (c) A series of 100 measurements
of the center wavelength λc, shown relative to the mean λ¯c. The gray area represents three
standard deviations of λc.
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It should be noted that while the presented PCS sensor exhibits a sensitivity lower than those
of silicon nitride and titanium dioxide-based structures, this parameter alone does not fully
describe the performance of the sensor as it ignores the importance of the resonance linewidth.
Instead, the device’s performance is better described by its detection limit, which quantifies the
smallest refractive index change that the sensor can measure [31]:
DL =
3σ
s
(6)
where σ is the standard deviation of the resonance peak wavelength obtained from
measurements and is dependent on the linewidth. Therefore, with deionized water in the sensing
region, a series of 100 measurements of the TE-polarized reflected peak were acquired, each
with an integration time of 100 ms. For each measurement, the center wavelength λc was
determined using a center of mass calculation:
λc =
∑mi=nλiIi
∑mi=n Ii
(7)
where Ii is the measured intensity at a wavelength of λi in spectral position i, and the integers
n and m are chosen such that the calculation encompasses the primary peak only. The results
are shown in Fig. 6(c), and the standard deviation of λc was determined to be σ = 4.6×10−5
nm. This yields a detection limit of 4.5×10−6 RIU for the polymer PCS sensor when sensing
materials with refractive indices around that of water. For biological sensing applications with
refractive indices around n = 1.38 RIU, the detection limit can be expected to be even lower,
or 3.2×10−6 RIU.
5. Summary and discussion
An all-polymer photonic crystal slab sensor fabricated by inexpensive vacuum-less techniques
involving only UV nanoreplication and polymer spinning has been presented. The structure is
shown to exhibit sharp resonant TE-polarized reflection with a FWHM of less than 0.9 nm, a
sensitivity of 31 nm/RIU and a detection limit of 4.5×10−6 RIU, for sensing materials with
refractive indices close to that of water. The sensitivity of the device could in principle be
optimized by spinning a thinner layer of the high refractive index waveguide material. This
should lead to a higher sensitivity, but possibly also a broadening of the resonance peak, so
layer thickness optimization must be carefully considered in order to improve the detection
limit. In any case, such a polymer PCS sensor is well-suited for high-throughput industrial
production due to the fabrication methods and materials involved, and is therefore ideal for
single-use biological and other refractive index sensing applications.
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